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ABSTRACT 

A new "self-calibrated" statistical analysis method has been developed for the reduction of 
milling interferometry data. The idea is to use the statistical distributions of the fluctuating null 
depth and beam intensities to retrieve the astrophysical null depth (or cquivalently the object's 
visibility) in the presence of fast atmospheric fluctuations. The approach yields an accuracy much 
better (about an order of magnitude) than is presently possible with standard data reduction 
methods, because the astrophysical null depth accuracy is no longer limited by the magnitude of 
the instrumental phase and intensity errors but by uncertainties on their probability distributions. 
This approach was tested on the sky with the two-aperture fiber nulling instrument mounted on 
the Palomar Hale telescope. Using our new data analysis approach alone - and no observations 
of calibrators - , we find that error bars on the astrophysical null depth as low as a few 10 -4 can 
be obtained in the near infrared, which means that null depths lower than 10 -3 can be reliably 
measured. This statistical analysis is not specific to our instrument and may be applicable to 
other interferometers. 

Subject headings: Instrumentation: high angular resolution and interferometers, Methods: data 
analysis and statistical 



Introduction 



Since the first discovery of an exoplanet around a solar- type star (jMavor fc Queloall995l ). the quest to 
find earth-like exoplanets and, even more importantly detect the presence of life on them became a major 
topic in astrophysics. However, the direct imaging of such systems is very challenging because of the high 
spatial resolution and dynamic range required. One possible way to overcome these difficulties is to use 



nulling interferometry (jBracewellll 1 9 781) . In this approach, one destructively combines the light coming from 
two or more apertures in order to dim the bright on-axis starlight and reveal faint objects or structures in 
the immediate vicinity. 



The analysis of interferometric data in general, and nulling interferometric data in particular (jColavita et al, 

20091 ) . is a complex task because accurate calibration of the instrument is needed to extract the scientific 
information. In the case of interferometric nulling, the quantity of interest is the astrophysical null depth 
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(N a ), which is the inverse of the rejection ratio, and directly relates to the target's spatial brightness distri- 
bution. In practice however, the measured interferometric null depth is not strictly equal to the astrophysical 
null depth, because of the effects of instrumental noise and error sources such as phase differences, intensity 
mismatch and global intensity fluctuations. It had been thought that a proper determination of the astro- 
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- has therefore been to average diffe rent sequences record ed on the science star and estimate the instrumental 
bias by observing a calibrator star ( Colavita et al. 20091 ). This technique has been extensively used for years 



for both classical and nulling intcrferometry, but suffers from well known limitations: (i), the final accuracy 
depends on the scientific knowledge of the calibrator star, (ii), the accuracy is limited by the stability of the 
observing conditions and (iii), calibrator observations are time consuming. 

To circumvent these limitations, wc describe here a new method of calibrating astrophysical null depths, 
based on measuring the properties of the observed null depth distribution. The basic idea is to record a time 
sequence of the rapid null depth fluctuations, and then retrieve the underlying astrophysical information by 
modeling the observed statistics of the null depth distribution. Using such a statistical analysis, we show in 
the following that it is possible to retrieve astrophysical null depths with much better accuracy than classical 
approaches allow. Moreover, our initial stellar observations indicate that this statistical approach does not 
require any observation of calibrator stars, at least down to null depth measurement accuracies as low as a 
few 10 (the exact number depends on the instrument set-up being used). In this paper, we first explain 
the principle and theory of this new statistical data analysis str ategy, and then apply it to initial astronom 



ical null data obtained with the Palomar Fiber Nuller (PFN) ( Serabvn fc Mennesson 20061 : Serabvn et al 



20061 : iMennesson et al.ll2006t iMartin et al.1 120081 ). a nulling-based interferometric "coronagraph" developed 
at the Jet Propulsion Laboratory. However, we emphasize that the new reduction method can potentially 
be applied to any null and/or visibility measurements in general. 



2. The statistics of the null depth 

2.1. The expression for the null 

We begin from the expression for the observe d null depth of a two beam interferometer for a point 
source in the presence of error sources, as given bv lSerabvnl |2000t ). In the case of two planar monochro- 



matic wavefronts, the combined stellar intensity measured at constructive interference (+) and destructive 
interference (-) at time t is given by : 



4(t) 



JJ(f) + i; (t) ± 2 cos (A^(f)) cos (a rot ) yjq(t)q(t) 
I* it)) 



1 ± cos (A0(t)) cos (a rot ) \Jl - (SI(t)f 



(1) 
(2) 



where I^it) and 1^ (t) are the individual stellar intensities of beams 1 and 2 at the beam combiner, respec- 
tively, (I*(t)) = (Jf(i) + J|(i))/2 is the average input beam intensity, SI(t) = (I*(t) - J|(t))/(Ij*(i) + 7|(i)) 
is the fractional deviation from the mean intensity, A<fi(t) 
a ro t the relative polarization rotation angle. 



i(t) — 4>2{t) is the relative phase delay, and 
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The null depth, defined as the inverse of the rejection ratio, is given by: 

where I± (t) are the constructive and destructive interference intensities including the background level and 
h{t) is the background intensity collected by the interferometer. If A(f>(t), SI(t) and a ro t are all << 1, the 
null depth for a point source in the absence of background can be approximated by: 

N(t) ~ \[{5I(t)f + {^(t)?+arot{tf} (4) 

For a source of finite extent, the observed null depth also depends on the astrophysical null depth N a , 
determined by the leakage of the source spatial brightness distrib ution through the null fringe patterr0. For 
small values of N a , the observed null depth can be expressed as (|Serabv J2OO0h Fl: 



N(t) ~ N a + \ [(SI(t)) 2 + (A0(t)) 2 + a rot {tf] (5) 

Sometimes, interferometers do not measure the background intensity Ib(t) nor the constructive interference 
term I+(t) at the same time as the destructive signal I—(t), but the observing procedure provides some 
estimates of their values which we denote as hit) and I+(t), while I5_(t) = I+(t) — Ibif). This means that 
one does not access the actual null, but an estimate of it given by: 

Nit) = = N^M + T M^1 (6) 

i + (t)-i b (t) y 'r + (t) r + (t) 



or 



N(t) = I r (t)N(t) + N b (t) (7) 

where Nb(t) = (I b (t) — Ibifj) I I+(t) is the background induced instantaneous error in the estimated null and 
where I r (t) = I+(t) / is the relative intensity deviation at time t. 

For small values of N a , 6I(t), A<p(i) and a ro t(t), one can use Equation[5] for N(t), and the estimated null 
N(t) can be approximated by: 



N(t) ~ I r (t) 



N a + ±[(SI(t)) 2 + (Act>(t)) 2 + (<Xrot(t)¥ 



N b (t) (8) 



Although it does not correspond exactly to the actual instantaneous null level (which we cannot measure 
unless all peak and background measurements are made simultaneously), N(t) is the basic measured quantity 
derived from the observations which is used in this paper. All that matters for the accuracy of our data 
analysis is that we have: (i) the correct description of N(t) as a function of the astrophysical null and 
instrumental noise terms, i.e. Eq.[8]and (ii) some way to evaluate these various noise terms (or more exactly 
their distributions) , which is the object of the following section. 



1 For a given baseline orientation, the astrophysical null N a can be expressed in terms of the source complex visibility V as 
iV„ = (l-|V|)/(l + |V|). 

2 The theory we present here can be extended for larger values of N a , and of the error sources by keeping the full expression 
of I± in the definition of the null depth. 




Fig. 1. — Illustration of the construction of the null distribution from the individual contributions. The phase 
and intensity terms (resp. (Ac/)) 2 /A and (<5/) 2 /4) are first summed which corresponds to the convolution of 
their respective probability distribution. The astrophysical null is then added. This step corresponds to the 
convolution by a dirac function. As a result, the probability distribution is translated horizontally by N a . 
The last step consists in multiplying (A0) 2 /4 + (SI) 2 /A + N a by the relative intensity uncertainty I r . The 
final distribution of the reconstructed null depth is represented by the black curve. The different curves 
represent realistic individual distributions of the phase and intensity errors, the astrophysical null and their 
sum. For each instrumental error terms A(j>(t), 5I(t) and I r (t), a Gaussian distribution is assumed. 



2.2. Analytical model for the statistical distribution of null values 



Because it would be extremely difficult to zero out or perfectly calibrate all instantaneous error terms, 
we take here the opposite tack, and ask what can be learned from the observed distribution of the null 
depth fluctuations. We thus begin by deriving the mathematical expression for the probability distribution 
corresponding to the null depth estimate given by equations [6j [7] and [8] when the relative phase, the intensity 
mismatch, the background, and the relative intensity all fluctuate randomly with small amplitudes. 

We first assume that the polarization term, a ro t(t), is constant, so that we can neglect its time vari- 
ability in the statistical analysis. For symmetrically placed beams within a common aperture, polarization 
mismatches should be small c ompared to phase and intensi t y errors, and this a pproximation is valid down 



to null levels of 10 or lower (jHaguenauer fc Serabvnll2006t Martin et al.ll2008l l I. Neglecting this term, the 



measured null (Eq. [8} then consists of the sum of three terms multiplied by a fourth, and then the product 



3 For long baseline interferometers, the polarization effect can be measured on calibrator stars and accurately corrected as it 
generally varies slowly over time. 
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is added to a fifth term. Of these, only the astrophysical null term is fixed (for a given baseline vector). 
We next assume that the remaining error terms in Eq. [5]- the relative intensity uncertainty I r (t), the beam 
intensity mismatch SI(t) , the beam differential phase A(f>(t) and the background uncertainty terms are 
uncorrclatcd random variables (this assumption is justified in Sect. I4.3|) . We further assume here that each 
of these have normal distributions (see sections 14.11 14.21 and 14.41 for a complete description of the probability 
distributions of these terms), with means /i; and standard deviations 0{. Each individual probability density 
function (PDF) is then given by: 

Mzi) = - 7 ^e~^r~ (9) 



where the index i refers equally to the I r (t), 8I(t), A(f>(t) and Nb(t) distributions, and where Zi is the 
corresponding random variable. 

However the 8I(t) and A</>(i) distributions do not appear linearly but quadratically in the null distri- 
bution. In the case where 8I(t) and A<p(t) both follow normal distributions, the PDFs of (8I(t)) 2 /A and 
(A0(t)) 2 /4 are given by: 

fi fy = -^ € - = cosh (10) 



4 y/2lT(J l y/Wi 

The two distributions, (SI) 2 /A and (8(f) 2 /A, are illustrated in Fig. [T] for realistic values of their means 
and standard deviations. The next step in building the nulling PDF is to sum the phase and the intensity 
mismatch distributions. If (A<f)(t)) 2 and (6I(t)) 2 are two independent random v ariables, the de nsity function 



/<5/2 /4+A0 2 /i(y) is given by the convolution of their respective density functions (|Rohatgilll976l ). If we denote 
y as being (z\, 2 + z 2 I2 )/A, this convolution can be expressed as follows: 



fix' , a»=» (y) = (/a^ fsjfl )(y) (11) 

4 T 4 4 4 

/+oo 
f^(yi)fsii(y~yi)dyi (12) 
-00 ~ 4 

Adding the astrophysical null term, N a , in Eq.[T2]thcn corresponds to a further convolution of Eq.[T2l 
with a Dirac function 8(N a ). The result is simply a translation of the density function by 7V a (see Fig[TJ) : 

fsfi 1 , y (y) = f S i2 A ^2 (y-N a ) (13) 

4 T 4 T-«a 4 T 4 

Now folding the effect of the relative intensity uncertainty I r (t) into the expression for the measured null (Eq. 
H]), one computes the distribution of the product of I r (t) with ((8 1 (t)) 2 / 4 + (A(j)(t)) 2 / 4 + N a ) ■ Assuming 
these are uncorrelated random variables ( Rohatgi 1976I) . the resulting null depth distribution is: 



j^+^+^Mf ) dy (14) 

The analytical solution for this integral exists for phase and intensity fluctuations following Gaussian 
distributions. However, the distribution ffr(zi r ) displays a singularity for y = 0. 
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The final expression of the measured null distribution (see Eq. [8} is obtained by convolving Eq. ll4l with 
the equivalent background null depth distribution /jy b : 



= f«(z Ir ) ® f Nb (z Nb ) 



(15) 



Summarizing all the steps described in this section, the final analytical expression for the measured null 
depth can be retrieved from the individual distributions as follows: 



In(N) = f Nb ® 



-Sm//, (ful ® /a*2 ® ^a) 
- iV„. V 4 — r- / 



(16) 



The measured null distribution expressed by Eq. [TC] depends on 9 independent parameters: the means 
and standard deviations of the 4 error distributions, and the astrophysical null. In the simpler case of a 
system where only a phase error impacts the measured null distribution, the null PDF depends only on 
three parameters: the mean and standard deviation of the phase error and the astrophysical null. Figurc[TJ 
illustrates that /j,A<f> and cta^ define together the Full Width at Half Maximum (FWHM) and the skewness 
of the PDF, while N a only changes its horizontal position. 



2.3. Fitting strategies 



Two methods can be used to generate null depth distributions to be fitted to the data. In the first 
one, referred to hereafter as the "analytical method", the distribution is generated analytically using the 
measured means and standard deviations of the background and intensity distributions. The second method, 
called the numerical method, generates simulated distributions using the measured intensity and background 
distributions, together with simulated phase error sequences having normal distributions, according to Eq.[5] 
For illustration, we apply our techniques to data obtained with the Palomar Fiber Nullcr (PFN), a deploy- 
able near infrared (~ 2.16 microns) interfcrometric coron agraph developed at the Jet Propulsion Labora- 
tory and recently installed at the Palomar Hale telescope ( Serabvn fc Mennesson 20061 Serabvn et al. 20061: 



Mennesson et al 



20061: 



Martin et al 



20081 ). As described in the following sections, this method strongly re- 



duces both statistical and systematic errors and can avoid the observation of calibrator stars (depending on 
the instrument). Therefore we call them respectively the analytical and numerical self-calibrated methods. 



2.3.1. Analytical Self Calibrated Method (ASC) 

The first strategy makes use of theoretical expression [TBI to calculate null depth distributions, assuming 
that all instrumental terms follow gaussian statistics. No temporal data sequences are simulated, only the 
null probability distribution, which depends on nine parameters: the astrophysical null, and the mean and 
standard deviations of the four gaussian error terms (relative phase, intensity mismatch, relative intensity 
and background variations). The number of unknown parameters depends on the exact interfcrometric 
configuration and must be kept as small as possible in order to give a unique solution to the problem. In 
most interferometers, the individual beam intensities and the background intensity are monitored as part of 
the observing sequence, which leaves only three free parameters to be fitted: the mean and standard deviation 
of the phase error and the astrophysical null depth. In the case of the PFN, two symmetrically placed sub- 
apertures on the primary mirror are interfered, and using a rapidly spinning wheel, interleaved (< 200 
milli-sec) sequences of the interfcrometrically combined (nulled) signal, the individual beam intensities and 



- 7- 




Null Depth Null Depth 

Fig. 2. — Left: Fit using the analytical self calibration method on a dataset obtained on a Boo with the 
PFN in July 2009. The astrophysical null corresponding to the best fit is 0.0136 ± 0.0002. Right: Same fit 
but using the numerical self calibration approach. Note that the simulated distribution now presents more 
structure, as it integrates the actual distributions of background and intensity terms. The astrophysical null 
corresponding to the best fit is 0.0137 ± 0.0003. 

the background are recorded. Using this data, we fit the recorded relative intensity mismatch 5I(t), relative 
intensity I r (t) and background Nb(t) with Gaussian profiles (see Sect. 2] for validation of this hypothesis). 
The resultant mean and standard deviation values are then injected into Eq. 1161 The remaining three free 
parameters of Eq.[16l i.e. the differential phase parameters /xa</> , ""a^, and the astrophysical null iV , are 
then adjusted so as to fit the calculated curve to the observed null (Eq.[6|) distribution. As detailed in section 
12.51 except for the marginal case where the phase fluctuations are close to (typically cta</> < 0.005 rad), 
only one combination of these 3 parameters provides a suitable fit to the observed null data distribution. 
The pair (fiA$ d , &A<p d ) defines both the FWHM and the skewness of the modeled null distribution, while 
iV a adjusts the horizontal position of the distribution peak (see Fig. [I]) and only one combination of )J.Aij>, 
<JA<j> and N a , fits the distribution. 

Figured] illustrates the construction of the analytical null depth distribution from the individual distributions 
while Fig. [5] (left) illustrates the analytical fitting strategy on a nulling sequence measured on the sky with 
the PFN. After being fitted by Gaussian distributions, fisi, &SI, Hi N , ci N , Hn b and gn b are injected into 
Eqs. [9] and [10] to compute their impact on the measured null distribution. The influence of the intensity 
mismatch is represented by the grey long dashed curve in Fig.[T] Assuming a Gaussian distribution of the 
phase error as well, different values of /xa^, ca^ and N a are used to generate distribution curves. The impact 
of their distributions is also illustrated in Fig.[T] by the grey dashed and dotted curve for the phase error 
and by the grey plain curve for the astrophysical null. All these distributions are finally combined together 
according to Eq . 1161 The resulting black curve can then be compared to the measured distribution (Fig. [2]). 
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2.3.2. Numerical Self Calibration Method (NSC) 

Unlike the ASC, the numerical self-calibration approach (NSC) does not make any assumption about 
the distributions of the intensity mismatch, background and total intensity terms, which are assumed to be 
measured within the null sequence or close in time. Instead of fitting the distribution of these three measured 
signals by gaussian distributions, we use the data - and hence actual distributions - recorded for each of these 
quantities and inject them directly into Eq.[8] 

In the case of the PFN for instance, interleaved (<100milli-sec) measurements of the individual beams, 
intcrferometric (close to null) and background intensities are recorded over sequences of a few minutes. 
Although the background and individual beam signals are not recorded exactly at the same time as the null, 
their distributions can be measured with very high fidelity. In order to fit a sequence of observed null values, 
we combine these observed distributions with a generated random phase error (with a normal distribution) of 
the same size (same number of data points) according to (Eq.[5]) . We only make two assumptions when using 
this method: (i) the differential phase follows a Gaussian distribution, (ii) the individual beam intensities are 
uncorrelated. The latter condition, which seems valid for the PFN measurements (see Sect.0]), implies that 
the distribution of the differential intensity term 61 (t) derived from I*(t) and I£(t') measured at different 
times, is the same as if the individual intensities were measured simultaneously. The main advantage of the 
numerical technique is that the data monitored by the instrument (i.e. the individual beam intensities and 
the background) are directly injected into the model. Therefore, no matter what the real distributions are 
for those terms, no bias is introduced into the modeled probability distribution. However, as the random 
generation of the differential phase vector produces slightly different distributions and best fit parameters 
for different seeds, the numerical method adds some intrinsic uncertainty. This "fitting noise" is computed 
by generating many random phase errors and measuring the standard deviation of the resulting best fit 
astrophysical null depths. This uncertainty adds quadratically to the statistical error defined in the next 
section. Consequently, the final error bar quoted on the astrophysical null derived by the numerical method is 
slightly larger than in the analytical case, but the potential sources of bias are reduced. Figured right panel, 
shows an example of probability distribution fitting (same a Boo sequence as above) using the numerical 
method. 



2.4. Error bars and residual comparison 

In this section, we compare the results obtained with the two fitting approaches. To perform this 
comparison, we make use of the retreived parameter corresponding to the best fits, the goodness of the fit 
and the relative residuals between the models and the data. To compute the goodness of the fit and derive 
the optimum fit parameters, we minimize a reduced Pearson x 2 quantity, defined as: 



1 



n ( fC 
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N 



f- 
N 



Theo 



(i) 



•' N 



'(>) 



(17) 



where /Jjv and /I are respectively the observed and theoretical null probability distributions and AWs— 4 
is the number of indepen dent degrees of freedom. Followin g usual recommendations for robust fitting of 
probability distributions (|Cochranlll954t iRavson et al.l 120041) . we use a number of histogram bins equal to 
— \/Npt s , where iVp ts is the number of measurement points over the full range of observed null values. Also, 
only the largest null depth interval for which the occurence within each bin is > 5 is used for the fitting. 
Unlike the NSC, the probability distribution obtained with the ASC method must be re-scaled prior to 



- 9 - 



computing the \ 2 to ensure that the total number of occurences in the theoretical distribution corresponds 
to the total number of measurements within the dataset. Mathematically, it comes down to introducing 
a scaling factor C to match the integral of the observed and theoretical distributions over the domain of 
definition, i.e. 

C. f fl he °{n)dn= f /? b »dn (18) 

JN min J N min 

where N m i n is the minimum observed null value of the distribution^. 

Overall, the analysis of different datasets with both fitting methods provided similar results, with reduced 
X 2 ranging between 1 and 1.5, meaning reasonably good statistical agreement between the model and the 
observations. The computation of realistic error bars must combine two different components which add 
quadratically: (i) statistical (random) errors and (ii) systematic er rors. Systematic err ors, such as those 
arising from slow drifts in the experimental set-up (quasi-statics, e.g. ( Colavita et allioolj) ). are not captured 



by the statistical analysis of a single sequence, and will be discussed in Sect. [3] A thorough description of 
the different sources of quasi-static errors will also be presented in Sect.Hl We only compute and quote 
statistical errors in this section. 

For an individual sequence, the sta tistical unce r tainty <7 s tat on the derived astrophysical null is assessed 
using the \ 2 statistical properties (see iPress et al.l (|2007T ) . §15.6.4). N a is varied around its optimal value 



while the \ 2 is minimized by adjusting the other two parameters. The error bar on 7V a corresponds to the N a 
variation required to increase the reduced x 2 by a tabulated increment based on the desired confidence level 
and the number of degrees of freedom in the fit. A 68.3% confidence level was adopted on the quoted error 
bar, and the analysis of the covariance of the fit with the other two parameters (i.e. and <ja4>) is presented 
in the Appendix. This estimation of the retrieved parameters error bars is only valid if the observed null 
values are affected by zero mean gaussian noise. As a sanity check, we then also conducted a bootstrapping 
analysis -independent of the actual noise properties -, resampling and replacing the observed null values to 
generate many (500) "fake" sequences. Analyzing the corresponding histograms yields astrophysical null 
(68.3% confidence interval) statistical uncertainties similar to those derived using the x 2 approach. 

As an illustration, the left panel of Figure [2] shows the best analytical self-calibrated fit (black curve) to 
the null distribution observed (grey dashed line and squares) on the bright star a Boo with the PFN (one 
particular two minute long sequence). The reduced x 2 is 1.17 and the derived astrophysical null calculated 
with a la confidence interval is 0.0136 ± 0.0002 (see Appendix lAl for more details). The error bar quoted 
here is the statistical error only. The main advantage of this analytical fitting method is its mathematical 
consistency and precision. However, it assumes normal and uncorrelated noise distributions for all noise 
sources, instead of injecting their observed distributions into the model. These assumptions will be justified 
and explained in Section 3J Another characteristic of this approach is that because of the l/\y\ term in 
Eq. [HI the distribution is not defined for a null depth N = 0. However this issue can be solved by simply 
removing the bin containing N = during the fitting process. 

The right panel of Figurc[2] represents the best fit obtained with the numerical approach on the same 
a Boo dataset. The reduced Pearson's x 2 is 1.23. The derived astrophysical null depth is N a = 0.0137 ± 
0.0003, in excellent agreement with the value obtained using the analytical approach and gaussian statistics 



4 The null depth in interferometry is generally considered to be defined between and 1. However, the instantaneous 
measured null can be < because of the background fluctuations. This is why the limit of integration must be defined between 
the minimum measured null depth and 1. 



- 10 - 



0.8 

0.6 

1 0.4 

o 
> 

"5 

■5 0.2 
DC 



-0.2 
-0.4 

0.02 0.04 0.06 0.08 0.1 0.12 0.14 0.16 0.18 0.2 
Null Depth 

Fig. 3. — Relative error ((/J? bs — fJj heo )/f^ bs ) between the fitted null distributions and the measured one as 
a function of the null depth. The grey curve with circular markers, represents the relative error relative to 
the analytical self calibrated method while the black curve with square markers represents the relative error 
obtained with the statistical method. Both relative residuals are similar with rms values ~ 0.05. 

for all instrumental terms. The quoted error bar accounts for both the statistical uncertainty and the 
numerical "fitting noise" discussed in section Sect. l2.3."2l 

To complete this comparison, Figure [3] shows the relative difference between the measured null distri- 
bution and the distribution obtained with both the analytical method (grey curve, circular markers) and 
the numerical fitting method (black curve, square markers). As can be seen on this figure, the two different 
statistical data reduction methods are very equivalent in terms of accuracy: the relative residuals between 
their distributions and the measured one are similar. This is particularly true for small null depth values 
(N < 0.05) where most of the astrophysical information is located. Overall, this comparison shows that very 
similar results are obtained on a Boo with the analytical an numerical methods. 

2.5. Amplitude of the fluctuations 

In this section, we demonstrate the conditions that must be fulfilled by the error fluctuations in order to 
produce a distribution that can be fitted by a unique combination of the parameters. For that, we consider 
the simpler case where only phase errors are present. 

First, let us consider the extreme case of a perfectly stable system (cta^ = 0) but with an error on the phase 
shift (/iA0 7^ 0). The measured null distribution is then a Dirac function that peaks at N = N a + (/za^) 2 /4 
(see Fig. 2]). Therefore, only the sum, N a + (/^a<#)) 2 /4, can be determined but not the astrophysical null. 
Of course, using a statistical approach for analyzing perfectly constant data does not make much sense and 
is not realistic. However, it shows that the phase fluctuations must have a minimal amplitude to make 
a statistical approach applicable. Now, let us consider the more realistic case of a system having both a 
phase fixed bias and phase fluctuations. Eq. [10] expresses the impact of phase fluctuations on the null 
depth distribution. From this equation, it can be seen that the larger the fluctuations, the broader the 
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Fig. 4. — Simulated null depth distributions for an astrophysical null of 0.01, a constant mean phase error 
of 0.3 rad, and different values of the phase error rms. All the other error sources have been set to 0. 

corresponding distribution (see Fig.[4j). If the FWHM of this distribution is smaller than the bin size used 
for computing the null distribution, it appears as a Dirac function (which corresponds to a fixed phase error) 
and the fitted parameters cannot be found. Now, if the phase distribution can be properly sampled in several 
bins, the three parameters that must be fitted ([aaq, &A4> and N a ) can be retreived. More importantly, the 
solution found is unique. For small phase fluctuations, Eq. [TU]can be approximated by a Gaussian function 
whose FWHM is 2\/2 ln2 x <JA<j>-\fW&4>- The criterion for a unique solution to our fit is therefore that this 
FWHM is larger that a few (k) times the histogram bin size (i.e. kb'm size < 2a/21ii2 x cta^^/Ma^)- From 
this equation, it can be seen that for larger mean phase offsets, the minimum phase fluctuation required to 
meet this criterion decreases. This is due to the fact that the null depth depends quadratically on the phase 
error. In practice, simulations have shown that the phase distribution must be sampled over at least 6 bins 
(k > 6). Fig. [5] shows, on simulated datasets, the minimum amplitude of the phase fluctuations required as 
a function of the mean phase error for a bin size of 0.001. This bin size directly depends on the number of 
data points available within a dataset (see Sect. 12.3. 1|) . It means that increasing the observing time (and 
therefore the number of data points within a dataset) allow the use of smaller bin sizes and hence even 
easier parameter retrieval. In this figure, a fit is considered successful when all three parameters are found 
within some a priori tolerable error. For 7V a , it means that the error is smaller than the histogram bin size. 
For the two other parameters, it means that their effect on the null depth (A(/) 2 /4) is also smaller than 
the histogram bin size. It is interesting to note that even small fluctuations compared to the mean phase 
errors are sufficient to retrieve the astrophysical null depth with a very good accuracy. This also means that 
it is possible to measure N a even if the fluctuating phase error never reaches zero, and so even when the 
true astrophysical null value is never reached. Finally it is important to note that the results obtained with 
the PFN illustrating this paper correspond to parameter combinations located well within the "parameters 
retrieved" zone of Fig. [5] 
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Fig. 5. — For N a = 0.01 and a bin size of 0.001, this plot represents, as a function of the mean phase error, the 
minimum value of the phase rms required to fit unambiguously the distribution and retrieve the astrophysical 
null N a . Note that on real data obtained with the PFN, we are located well within the parameters retrieved 
zone (see Sect. l2.3.T1 and after). 



3. On sky performance: classical vs. statistical reduction methods 

In order to investigate the validity and accuracy of our statistical data reduction approach, we applied 
it to astronomical data obtained with the PFN during a July 2009 observing run. In order to evaluate the 
astrophysical null accuracy achieved with our statistical analysis, we present here the results obtained on a 
series of consecutive independent measurements of a Boo with the PFN. We explore both the repeatability 
of the results (precision assessment), and their consistency with values previously reported by long baseline 
interferometry (accuracy and bias assessment). 

We use here a set of five independent null sequences recorded on a Boo with the PFN in July 2009, and 
compare the astrophysical nulls, N a , and precisions derived from (i) the "classical" null (or visibility) data 
reduction method and (ii) from the probability distribution analysis. We then compare our results with the 
stellar diameter measurement obtained on this same star with long baseline interferometry (LBI) , discussing 
the aspects of accuracy and systematic errors. 



3.1. Classical reduction method 



Very few nulling data from ground based telescopes hav e been analyzed so far, as only two nulling 
i nterferometers ar e operating: the Keck Interferometer Nuller ( Colavita et al. 20091) and the BLINC Nuller 
2OO0h . Until now, the method used to analyse nulling data was analogous to that used for 



( Hinz et al 



calibrating visibility measurements. The principle is to first evaluate the null depth observed on the science 
target by averaging the fluctuating instantaneous null depth over a significant number of points. This 
measurement is biased due to the fast fluctuations of phase and intensity errors. The same measurement is 
then conducted on a calibrator star of well known diameter, located close to the science target and with a 
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Fig. 6. — Null depth fluctuations measured on the a Boo dataset. The dashed dotted line represents the 
highest null depth value which is taken into account in the classical data reduction approach. The dashed 
line corresponds to the mean null depth of the sequence prior to calibration (~ 0.035) and the dotted line 
to the astrophysical null that is measured by the numerical statistical method (0.0137 ± 0.0003). 
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Fig. 7. — Comparison between astrophysical null values obtained with both classical and statistical (nu- 
merical) data analysis approaches on a Boo with the PFN. Left panel: results obtained using the classical 
reduction. The results drift significantly over time and the individual null depth error bars obtained on each 
dataset are 0.02. The mean measured astrophysical N is 0.0123 ± 0.008. Right panel: results obtained using 
the statistical method. The measured nulls are very stable, with individual error bars around 0.0003. The 
mean astrophysical null measured is 0.0132±0. 00013, where the error bar assumes no systematic uncertainties 
(see text for details). Note that the y scale is different in the two figures. 



similar magnitude at the wavelength of observation (jMerand et al.ll2005l) . For both stars, the measured null 
depth (N(t)) is the sum of the astrophysical null N a and the mean instrumental null (Ni(t)) averaged over 
the sequence: 



(N(t)) 
(N ca i(t + At)) 



N a + {Ni(t)) 

N atCa ,i + {N itC3 ,i(t + At)) 



(19) 
(20) 



where the astrophysical null depth on the calibrator star (-/V QjCa ;) is assumed to be known thanks to an 
accurate photosphere model or from independent intcrferomctric observations. Therefore, assuming that the 
instrumental null is constant, one estimates the scientific target's astrophysical null as: 



Obviously, the accuracy on N a depends both on the calibrator's astrophysical null uncertainty and on the 
stability of the instrumental null (or the ability to extrapolate its value accurately based on bracketing 
calibrator observations) . 

The method used to emulate a "classical analysis" of our null data is the following. First the "bad" (large 
instantaneous nulls) data points within each dataset are rejected, both for the target and the calibrator. 
Only the data having null values between the minimum measured null N min and N min +<tjv ar< 3 kept, where 
erjv is the rms of the null data (see Fig [BJ dash-dot line). This is also called the sigma clipping method. 
The null depth of an individual object sequence is then computed as the mean of the remaining data points 
(see Fig|6l dashed line). The same approach is applied to both the scientific target and the calibrator data, 
and the calibrated astrophysical null depth is then computed using Eq.[5TJ The black stars in Figurc[7J 
left panel, represent the calibrated null depths obtained with this classical data analysis on five consecutive 
a Boo datasets. These data have been calibrated using five datasets obtained on a Her. The error bar on the 
individual measurements is given by the quadratic sum of the target statistical error, the systematic error 
and the calibrator total error (statistical error and diameter uncertainty). The individual statistical error 
bars are computed from the variance of the null depth fluctuations within each dataset (after applying data 
clipping) and are equal to 0.018 on a Boo. The systematic error is more difficult to calculate and can be 
assessed both by comparing the measured null depth with the one expected from previous measurements of 
a Boo's stellar diameter and by comparing the individual statistical errors with the variance of the null over 
the 5 datasets. Assuming no/low systematics and averaging over the 5 data points, the astrophysical leakage 
measured on a Boo is 0.0123 ± 0.008 (see Table[lJ. The significant slow drift of the measured nulls in Fig. [7j 
left panel clearly illustrates that the classical method is very sensitive to the instrumental/ seeing conditions 
and to the fact that the calibrator was only observed after the five a Boo sequences and not in between 
them. The large error bars derived -even in the quite optimistic case of no systematics- demonstrate that 
in fact, with the short PFN intcrferomctric baseline and when using the classical data reduction method, a 
Boo's near infrared diameter can not be measured reliably . 



On the other hand, our statistical data analysis approach uses the whole range of null values recorded 
and neither uses nor requires any calibration star. Using the same five a Boo datasets, the individual 
astrophysical nulls measured using statistics have much smaller individual error bars (0.0003), and are very 
stable over the whole two hours of observation (Fig[7j right panel). Using the 5 datasets obtained on a Boo, 
a set of (iV 0i j, cr s tat,i) best fitting values is derived. From that ensemble, we compute the weighted mean value 



N a = 2V , cal + (N(t)) - (N cal (t + At)) 



(21) 



3.2. 



Statistical reduction method 
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of N a with weights «;,- = 1 /<7g tat 4 . The weighted mean astrophysical null value derived over the full sequence 
is 0.0132. Assuming no systematic errors and simply propagating the individual error bars (<r s t a t,i), the final 
statistical error bar is given by <7^ at = Yli "'stat i an d amounts to 0.00013. This yields an astrophysical null 
estimate of N a = 0.0132 ± 0.00013 for a Boo (see Table[I|). 

Of course, systematic errors can be present in the data, for instance arising from slow drifts in the 
experimental set-up (quasi-statics) which are not captured by the statistical analysis of a single sequence. 
However, conversely to the classical method case, no obvious long term drift is visible versus time. The 
weighted standard deviation computed over the sequence is 0.0004, in fairly good agreement with the quoted 
individual error of 0.0003, pointing to small systematics if any. This weighted s tandard deviation ca n also 



serve as an estimate of the systematic error per individual measurement, e.g. (jColavita et al.l 120091 ) . The 
systematic error on the mean is likely smaller than that per individual measurement, but we do not have 
enough data to check for such reduction of the systematics wrt the number of measurements. Consequently, 
we estimate the final error bar on a Boo's measured astrophysical null to be at the few 10 -4 or lower. 

Another way to estimate systematics and constant biases is to compare the astrophysical null derived 
by the statistical method with previous measurements obtained by long baseline interferometry (LBI). This 
is the object of the following section. A detailed description of the potential sources of quasi-static errors as 
well as their impact on the null depth is also presented in section 2J Finally, observations of calibrators can 
obviously be used in conjunction with the statistical data analysis to further reduce the effect of residual 
biases. 



3.3. Comparison to LBI data 



For a naked star represented by a limb dar kened disk of diameter O ld with a limb darkening coefficient 
A\, the observed astrophysical null is given by (jAbsil et al.ll2006l 120111 ) 



No. 



LD 



/7T. 



4A 



1 - 



7Ax 
15 



1 - 



(22) 



where A is the central wavelength of observation and B the baseline length. For the PFN, these values are 
2.16 fim and 3.20 m, respectively. This expression can be simplified in the case of uniform disk models by 
setting A\ = 0. 

LBI measurements of a Boo in the K band (where limb darkening effects and corresponding uncertainties 
are reduced) provide very accurate res ults. We use the value of 20.91 ± 0.08 mas derived by FLUOR/IOTA 
(jPerrin et al.lll998t lLacour et al.ll2008). This value is also very co nsistent with the previous measurement of 
20.95 ± 0.20 mas obtained at I2T ( di Benedetto fc Rabbialll987h . 



Using t he 0.350 linear lim b darkening coefficient predicted in the K band for a 4300K giant star with 
logg = 2.0 |ciaret et al.lll995| ). we get an astrophysical null depth of 0.01314 ± 0.00010 at the PFN base- 
line. This is excellent agreement with or measured value of 0.001320 ± 0.00013 ( or ± 0.0004 when being 
conservative wrt systematics) reported above, which corresponds to a limb darkened diameter of 20.96 ± 
0.09 mas (see Tabled]). The discrepancy between the PFN and LBI a Boo measurements is then at the 
10~ 4 level, and within the error bars of each measurement. This demonstrates that in the illustrative case 
of a Boo, our measurement is not only precise but also very accurate. It suggests that if any bias is present 
in our calibrator-free measurements of a Boo, they are at the few 10 -4 level or below. A similar analysis of 
PFN data using the statistical reduction method confirms this result on a larger sample on 8 bright giants/ 
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Table 1: Comparison between limb darkened (LD) diameters found by the PFN using both the classical and 
the numerical statistical data reduction method and by long baseline interfcrometry. Note that the null 
depth value given for LBI is an equivalent null on a 3.4m baseline derived from the measurement of the 
angular diamter. 



Method 


Name 


N a 


9 [mas] 


Classic, nulls 


a Boo 


0.0123 ±0.008 


20.25i«;l 


Stat, nulls. 


a Boo 


0.0132 ±0.00013 


20.96 ±0.09 


LBI vis. 


a Boo 


0.0131 ±0.00010 


20.91 ±0.08 



supcrgiants (Mennesson et al. in preparation 

long bas eline interferometry i s ~ 0.002 in the mid-infrared (IColavita et al 



In compari son, the very best la null accuracy reported by 

~"iooi), and ~ 0.0025 in the near 



infrared (jKervella et al.1 120041 ) . (equivalent to a visibility accuracy of 0.005 for an unresolved source). This 
indicates that using the self-calibrated data reduction approach, a gain of an order of magnitude in null (or 
visibility) accuracy can be achieved. 

In fact there is little that is specific to the PFN instrument in our approach, and the statistical data 
reduction method could in principle be applied to any 2-beam interferometer working around null with a 
fringe tracker. Since null and visibility measurements are equivalent, the statistical analysis may thus also 
prove useful to regular long baseline visibility interferometry (Mennesson et al. in prep). 



4. Possible limitations 

We explore in this section some possible limitations of the statistical data reduction technique, which may 
appear when trying to measure very deep astrophysical null depths. Limitations arise from well identified 
sources: temporal effects, chromatic effects, and deviations from the assumptions used in the modeling. 
There are only two assumptions made in the self calibration technique: no temporal correlation between the 
individual beam intensities, and Gaussian distribution of the error sources @. In the following, we investigate 
these different effects, assess their contributions to the final null depth estimates, and suggest some mitigation 
techniques. 



4.1. Intensity distributions 

Conversely to the numerical method, where the measured relative intensity uncertainty I r (t,At) and 
intensity mismatch 5I(t) are directly injected into the model, the analytical approach assumes these distri- 
butions to be Gaussian and computes their mean and standard deviation to feed the analytical expression 
of the measured null distribution (see Sect. I2.2|) . Therefore a possible limitation of the analytical approach 
could occur if these distributions are not Gaussian. 

Fig. [8] shows typical relative intensity uncertainty and intensity mismatch distributions measured with the 
PFN. While the left hand panel compares the I r (i) measured distribution (grey crosses) with a Gaussian 



5 Note that in the case of the numerical method, only the phase error distribution must be assumed to be Gaussian. 
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Fig. 8. — Left: The top panel shows a comparison between the measured relative intensity uncertainty 
distribution (grey crosses) with the best fit of this distribution obtained with a gaussian distribution (black 
curve). The gaussian fit matches almost perfectly the measured distribution (except in the wings). The 
goodness of the fit is excellent with \ 2 = 0.9993. Bottom panel: relative residual between the fit and the 
data ((I obs — I Gauss ) / I obs ) .Right: The same comparison but for the relative intensity mismatch. The grey 
crosses represent the measured SI(t) distribution while the black curve represent the gaussian distribution 
that best fits the measured distribution. Once again, the fit is excellent with a x 2 of 0.9952. Bottom panel, 
relative residual between the observed intensity mismatch and the best Gaussian fit. 

distribution (black curve), the right hand one does the same for the SI(t) distribution. As can be seen, both 
distributions can be reliably fitted by a Gaussian distribution. The goodness of the fit reduced % 2 values 
are ~ 0.99 for both I r (t) and 51 (t). The bottom panel of these two figures illustrates the relative residuals 
between the observed distribution and the best Gaussian fit. For both fits, the residuals are close to zero 
for the whole central part where most of the information is located. Such a good agreement between the 
measured distributions and Gaussian distributions makes us confident these assumptions arc justified and 
can be used but we note that a very slight skewness may be present. 

4.2. Background distribution 

The analytical self-calibration method (unlike the NSC which uses the recorded background level), make 
the assumption that the distribution of the background level is normal and fits a gaussian profile on the 
recorded data to feed the analytical expression of the estimated null depth (Eq.[i"6j). However, background 
drifts can occur during observations either because of instrumental (e.g. electronic drifts) or observational 
reasons (the background depending on the sky position and time of observation) and can cause biases in 
the determination of the null depth. Figure^ represent the distribution of the equivalent background null 
measured on a Boo over 2 minutes. The grey squares represent the actual measured distribution while the 
black curve is the best Gaussian fit corresponding to this distribution. Once again, the goodness of the fit 
is excellent with ax 2 — 0.98. However it must be stressed that this assumption is only verified for the 
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particular PFN observations illustrated in this paper, and must be checked when using other instruments. 



4.3. Correlation issues 

In our statistical (both numerical and analytical) self-calibrated method (section 2.2.1), we made the 
assumptions that the different noise terms (background, differential intensity, overall intensity and differ- 
ential phase) were temporally uncorrelated, so we could compute the theoretical null distribution from the 
individual noise distributions. 

The cross-correlation of the intensity and phase terms is difficult to estimate. However, the optical/ near 
infrared coherence length of the atmosphere is generally much smaller than the distance between an interfer- 
ometers sub-apertures. Consequently, as the interferometric baseline increases, an even smaller correlation is 
expected between differenti al phase and i ntensity. Even with the compact PFN system, the typical value for 



the Fricd's radius is 70 cm (jRodd ier 1983) at 2.2 microns, to be compared with an interferometric baseline of 
3.4 m. In the case of single-mode fiber injection, the intensities of the individual beams are primarily driven 
by the local tip-tilt and overall phase corrugations of the individual apertures, and have no relation to the 
differential phase between the apertures. This suggests that the absence of correlation between the different 
noise terms is to first order justified both for the PFN, and long baseline interferometry in general. 



The actual amount of correlation between the two beam intensities can be assessed by comparing the 
correlation of I\{t) with I\{t + At), I 2 (t) with I 2 (t + At) and I\(t) with I 2 (t + At). Figure ITUl illustrates such a 
comparison for a typical datasct obtained with the PFN. For time delays close to zero both beam intensities 
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Fig. 10. — Typical intensity correlation measured during an observation with the PFN. The dashed dark-grey 
line correspond to the correlation between the beaml intensity at time t (Ii(t)) and the same beam intensity 
at time t + At (I\(t + At)). The dashed light-grey line represent the same correlation but computed for beam 
2 and the black line is the correlation between the two different beams intensities for different time delays. 



are of course perfectly correlated with themselves (dark and light grey dashed curves). The correlation then 
decreases following a gaussian like curve until typical time delays of ~ 0.2 s are reached. The correlation is 
then very close to zero (< to a couple of percent). This information directly gives us an indication of the 
atmospherical conditions. Indeed, as long as the turbulent cells stay above the individual apertures, some 
correlation will remain between the beam intensity measurements at times t and t + At. Considering that 
our apertures are 1.5m wide, we expect to lose completely the correlation between Ii(t) (resp. -fa CO) and 
I\(t + At) (resp. I2(t + At)) when At is such that the turbulent cell has moved by more than 1.5m. Given 
the correlation time obtained from Fig. llOl we can infer a wind speed during the observations of ~ 7.5 m/s 
which is consistent with typical conditions at Palomar Observatory. On the other hand, the profile of the 
correlation between Ii(t) and l2(t + At) is completely different. Indeed, the measured values are always 
under 5%, even at short time delays. We can therefore quantitively confirm that even for interfcromctric 
observations with small baselines and operated under good atmospheric conditions, no significant correlation 
exists between the two beam intensities. 

There is no physical reason why the background should correlate with any of the other terms. However 
it is possible that background intensity and the beam intensities are correlated to some extent if they are 
measured sequentially on the same detector (remanence). Such an effect depends on the hardware used 
for each instrument. We have computed its effect on the PFN measurements by computing the correlation 
between the mean beam intensities and background measurements over each chop cycle. We find that the 
correlation, if any, is smaller than 5%. 
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4.4. Differential phase distribution 

For both statistical reduction techniques presented, the differential phase - computed at the central 
observing wavelength, see section I4TBT is assumed to exhibit a Gaussian distribution over the recorded nulling 
sequence. The validity of this assumption is difficult to assess from our data. As long as the instrument 
tracks around a constant optical path difference (OPD) position, it seems a reasonable assumption. In the 
case of the PFN, the two beams come from the same AO corrected wavefront. Tracking a single OPD 
comes down to the fact that the AO system, which essentially acts as a fringe tracker, tries to maintain the 
same reference flat wavefront over the sequence. Some studies have shown that indeed, the p hase residuals 



after a AO system are Gaussian, which supports our assumption (jCagigal fc Canalea 12000). If for some 
reason the fringe tracker or AO system loses lock, or if the OPD is obviously oscillating between several 
distinct positions, the resulting distribution will no longer be Gaussian, and the corresponding data should 
be discarded. The reduced Pearson \ 2 defining the quality of the probability distribution fit (Eq. [T7]) is a 
good quantitative tool to assess the validity of the gaussian OPD distribution. If the measured x 2 are much 
larger than one, the error bars on the final astrophysical ND should be increased accordingly. Determining 
the potential bias caused by any departure from a Gaussian OPD distribution is beyond the scope of this 
paper, but can likely play a role for measuring reliable nulls at very low levels. 



4.5. Temporal effects 

The nulling expression established above (Eq. 8) is valid for instantaneous nulls. However, a photometer 
or camera will work with a limited frequency response or a finite individual integration time St. In practice, 
this means that even when all of the instrumental terms of Eq 4 go through zero instantaneously, the 
measured null will in general be higher. Assuming that the polarization mismatch term is negligible, the 
best measurable null at any time t will be limited to: 

N . = a SI(tM) + °A0(Mt) / 23 n 

4 

where <J 2 I( j. dt ^ and o^^ t dt ^ are respectiveley the variance of the intensity mismatch and of the differential 
phase, both measured over a time interval St. The effect of finite temporal integration is then to cause 
a (positive) bias to the observed null depth. If the individual integrations are short enough compared to 
the typical fluctuation timescale, this bias can be kept to a very low level. Moreover, it could be at least 
partially calibrated via observations of reference stars. In the case of the PFN for instance, we use 2-10 
ms individual integrations, to be compared with ~ 100 ms for the typical coherence time of atmospheric 
turbulence at K band. Using a Kolmogorov spectrum for the turbulence, and using the PFN short baseline, 
we find for instance that the atmospheric phase rms is less than 1 nm over 10 ms, limiting the minimum 
null depth ~ 2 x 10 -6 . Similarly, the intensity mismatch term follows atmospheric timescales, and its 
variance over 10 ms is not expected to cause any significant bias either. Laboratory nulling experiments 
with fiber miller set-ups have already produced 10 ms nulls at the ~ 10~ 6 level with visible laser light 
( Haguenauer fc Serabvn 20061 ). and 10~ 4 nulls with dual polarization broad-band light over the full K band. 



In the latter case, dispersive and/ or polarization effects are likely dominating the error budget, and the 
effect of finite integration is not found to play a role up to 50 ms. Finally, astrophysical nulls at the 0.001 (or 
even slightly lower) level have been measured on Vega with the PFN (Menncsson ct al. , in prep.), showing 
experimentally that temporal effects are at most at this level (and probably much smaller) on the PFN. The 
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optimum individual integration time is thus a trade-off between sensitivity and dynamic range. 



4.6. Chromatic effects 

Usually, interfcromctric / nulling observations are conducted over a finite spectral bandwidth. We 
concentrate here on the effects of the chromatic phase term, expected to dominate over the chromatic 
aspects of intensity or polarization mismatch. For a polychromatic observation, the phase error (A(f>(t)) is 
the sum of the piston error calculated at band center (A(f> c (t)) and the chromatic phase error (A(f>\(X, t)). 



Serabvnl (|2000l ) has demonstrated that the influence of these phase errors on a polychromatic null depth 



measurement is given by 



N *(t) = + ^chrom (24) 

where N c } lrom = J* ma:c A< ^ A ^ A ' t ' 1 dX is the chromatic null bias . So even in the case where the differential 
phase at the center of the band is zero, a positive bias is present (either constant or slowly varying, see 
below) , and one measures N^t) = N c hrom- This additive bias directly impacts the astrophysical null depth 
measurement. 

In the case of the PFN, this chromatic term is minimized by inserting glass plates of different thickness in 
each of the two beams. The chromatic bias is experimentally found to be lower than 10 -4 in the laboratory. 
On the sky, the dispersive phase is no longer a strictly static term coming from the instrument. It is 
also impacted by differential atmospheric refraction across the band, and varies over the night according 
to the target's position with respect to zenith. Detailed calculations are beyond the scope of this paper, 
but this effect is small (< 10~ 4 ) across the K band with the PFN short baseline when observing within 
20 degrees of zenith. Additionally, solutions exist to strongly reduce or completely eliminate this effect: 
disperse over several spectral bins, always orient the interferometric baseline perpendicular to the refraction 
direction (trivial on a single-dish interferometer with multiple sub-apertures) , or use atmospheric dispersion 
compensators at the telescope. Moreover, this refraction effect is fortunately very repeatable, and can be 
precisely calibrated by observing reference stars at the same zenith angle. 



4.7. Summary of limitations 

The assumptions proper to the analytical method (gaussian distribution of background and intensity 
terms, correlation issues) seem all individually valid in the case of the PFN. The analytical method also 
provides very similar results to those obtained by the numerical method, which makes fewer assumptions. 
The assumption that the differential phase follows a gaussian distribution can not be directly checked with 
the PFN data, but seems reasonable wrt theoretical expectations. 

Temporal and chromatic effects (as well as polarization effects, which we completely ignored for the 
PFN), may come into play at the 10 -4 level, even more when considering the application to LBI which uses 
very long non common beam paths. However, these systematic effects - slowly varying for the most part-, 
can be either minimized by instrumental design, or strongly reduced via observations of calibrator stars. 

A more serious limitation to the reduction method presented is that its ultimate sensitivity may be 
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limited by the small integration times needed to freeze the phase and intensity fluctuations. Infrared cameras 
with very low read noise will definitely help. Taking long sequences will also help, up to the point where 
systematics will dominate. More work is clearly needed to understand the trade-off between individual 
integration time, sensitivity and final accuracy. 



5. Conclusions 

The theory of a new data reduction method for interferometric nulling (or visibility) observations has 
been presented in this paper. Based on the analysis of null distributions, this technique allows the retrieval of 
high dynamic range astrophysical null depth measurements, at contrast levels far exceeding the usual limits 
set by mean instrumental performance and fluctuations. The ultimate performance of this statistical data 
reduction depends on the specific design of the interferometric instrument and on the observing strategy. 
This technique is potentially applicable to any interferometric set-up using a fringe tracking capability and 
any type of beam recombination (co-axial or multi-axial) into a single-mode waveguide. Applying our data 
reduction method to stellar observations obtained at K-band (~ 2.2 microns) with the first generation fiber 
nulling instrument installed at the Palomar 5 m (Hale) telescope, we demonstrated for the first time that: 
(i) deep and accurate nulling is not restricted to mid-infrared wavelengths but may be extended to the 
near infrared domain, providing substantial gains in resolution and sensitivity and (ii) nulling accuracies 
significantly lower than 10~ 3 (systematics and statistical errors included) can be achieved, without any 
observation of calibrator stars. Although this remains to be further validated with an optimized instrument, 
simulations suggest that this new analysis will enable direct detection of faint structures at the ~ 10~ 4 level 
within the near diffraction limit of large AO equipped ground based telescopes, i.e at angular separations 
ranging from ~ 20 to 150 mas. Implications for high accuracy long baseline interferometry, both from the 
ground and from space, remain to be quantitatively explored. But since the statistical approach allows the 
detection of astrophysical signals well below the mean contrast level and its rms fluctuations, we anticipate 
that the instrumental stability requirements could be strongly relaxed. This implies that the constraints on 
intensity and phase fluctuations may be strongly reduced. This is a most attractive prospect for deep nulling 
interferometry from space. A similar statistical analysis may also be conducted successfully for regular 
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A. Confidence intervals and covariance 

In section 12.31 we described our fitting strategies, and developed the minimization process used to fit 
the distribution corresponding to an individual null sequence. The statistical error bar cr s tat on the derived 
astrophysical null depth is then determined by applying small fluctuations to N a around its best fit value. 
For every new value of N a , the two other parameters (//A0 and oa^) are adjusted to minimize the \ 2 . As 
the number of degrees of freedom of our system is known and is JVbina — 4, it is possible to calculate the A\ 2 
relative to a certain confidence level. The error bars are generally evaluated for la confidence levels, and 
so we use this criteria. er s tat corresponds to the increment in N a required to increase the reduced y 2 from 
its minimum value Xmin *° Xmin + ^-X 2 ■ For the dataset obtained on a Boo with the PFN, the la error bar 
corresponds to a very small y 2 increment, A\ 2 = 0.07 and we find a s t&t = 3 x 10~ 4 for the NSC (see FigfTTJ 
left). Another way of calculating the error bars consist in using bootstrapping methods. We double-checked 
our confidence interval using this technique and found similar error bars (~ 3 x 10~ 4 ). This error bar takes 
into account the fitting noise that is not present for the ASC. 




Fig. 11. — Left: variation of the reduced \ 2 ~ measuring the goodness of the fit to the observed data - as 
a function of the astrophysical null depth N a . The mean and standard deviation of the phase error are left 
as free parameters, and adjusted to minimize the \ 2 f° r each new value of N a . Center: projected \ 2 map of 
our model in the N a vs /ja</> plane. For each point, oa^ is chosen to minimize the \ 2 ■ Right: same map but 
projected in the N a vs cta^ plane. For these two maps, the contours are over-plotted for each \ 2 intervals 
of 0.5. 

The central and right panels of Fig. [TT] represent the normalized x 2 of our fits projected in two different 
parameters planes (i.e. N a vs. for the central panel and N a vs. oa^ for the right one). The contours on 
these maps are displayed for increments of the x 2 of Ax 2 = 0.5. These maps illustrate the covariance of the 
fits with the two free parameters: the mean and standard deviation of the phase error fluctuations. They 
show that relatively large variations on the fitted values of these phase parameters, between 0.05 and 0.1 
rad, only produce a marginal effect on the measured astrophysical null, smaller than 10 -3 , but produce very 
large effects on the fit quality. This result is important as it clearly illustrates the resilience of our approach 
to possible error on the assessment of the phase fluctuations. 
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